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Connectivity Setup Guide

Refer to MN-077 Legacy vPad Bluetooth Setup guide if vPad-Settings do not have the options shown below.
e [ Lol

d I vPad Seftings vPad Ver Report vPad-6!

&
I~

vPad-RF ID: My vPad-RF

General Settings vPad-RF ID: My vPad-RF

Printers and Accessories

Connection: * USB
Device Setup

Bluetooth
vPad Safety Analyzer

Connection:

Bluetooth

vPad-RF ESU Analyzer

vPad-A1 Patient Simulator Select your

vPad-IN Incubator Tester VPad Device

Bluetooth Settings
Reset Bluetooth

Safety Analyzer ID:  [NERYED] Safety Analyzer ID:  [NERYED]

Connection: USB “onnect tablet to Analyzer with USB Connection: USB onnect tablet ¢

¢ Bluetooth ¢ Bluetooth
& Select Bluetooth name of device Select Bluetooth name of device
t Bluetooth Name of Device

Bluetooth Settings Bluetooth Settings

Reset Bluetooth Reset Bluetooth

Datrend Systems Inc.
Unit 130 - 4020 Viking Way, Richmond, BC, Canada V6V 2L4
Phone: 604-291-7747 Fax: 604-294-2355 Toll Free: 1-800-667-6557
E-mail: customerservice@datrend.com  Web: www.datrend.com

MN-134a 6100-139 vPad USB/Bluetooth Connectivity Setup Guide 2020-Jun-2


http://www.datrend.com

	Page 1

